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A Second-Generation ESCA Spectrometer 

Monochromatized x-rays, a dispersion compensated 
electron optical system, and an improved 
detection system enhance the sensitivity and 
resolution of a powerful analytical technique- 
Electron Spectroscopy for Chemical Analysis. 

By Michael A. Kelly and Charles E. Tyler 



ELECTRON SPECTROSCOPY for Chemical 
Analysis (ESCA) is a powerful analytical tech- 
nique, ahle to study surface phenomena, to measure 
the energy levels of electrons in an element or com- 
pound directly and with great precision, and to give 
structural information about molecules as well as 
accurate quantitative information about sample 
composition (see box, page 5). 

In late 1968, however, ESCA was being hampered 
by practical difficulties attributable mainly to the 
spectrum of the x-rays that are used to eject photo- 
electrons from the sample. The shifts in electronic 
energy levels that occur when chemical bonds are 
formed, thus indicating chemical structure, average 
about three electron volts and are at most only 
about 10 electron volts, while x-ray lines have in- 
herent widths of about one electron volt. This 
means subtle chemical changes were often not re- 
solved. Attempts to improve the apparent resolu- 
tion by deconvolving the photoelectron lineshapes 
were less than satisfactory, being complicated se- 
verely by the asymmetric Kn, : doublet of the x-rays. 

X-ray satellite lines placed anomalous peaks in 
the spectra that would occasionally mask a minor 
but highly significant detail. Also, x-rays typically 
have a broad bremsstrahlung background, and this 
contributed a correspondingly broad and structure- 
less photoelectron background in which small but 
significant detail could be lost. 

There were other problems as well. The x-ray 
flux levels needed to obtain spectra in a reasonable 
time were so large that degradation of organic sam- 
ples was common. The hard bremsstrahlung espe- 
cially contributes to the degradation. Finally, insu- 
lating targets tended to become charged under the 
x-radiation, and charging produces ESCA peaks that 
are strongly shifted by the potential of the target 
surface and often severely broadened by surface 
potential gradients. 



In 1908, when IIP began development of Model 
5950A ESCA Spectrometer, elimination of ESCA's 
problems was made a primary design objective. 
The obvious solution to the problems of broad line 
widths, satellite peaks and bremsstrahlung was to 
build an x-ray monochromator. But before this 
could be practical, it was necessary to develop a 
dispersion-compensated electron optical system 
and a new type of large-area detection system. To- 
gether all these elements make the 5950A a second- 
generation instrument capable of giving maximum 
resolution and maximum sensitivity simultane- 
ously. Fig. 1 is a photograph of the new spec- 
trometer. 
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X-Ray Monochromator 

The x-ray monochromator exploits Rowland's 
Theorem, which establishes that if a diffracting 
crystal with radius of curvature R is tangent to a 
circle of diameter R, and if an x-ray source and 
the sample are placed on this circle so that they 
both make angle 0 relative to the crystal surface, 
then the radiation striking the crystal surface which 
satisfies the Bragg diffraction law will be reflected 
and brought to a focus on the sample, and all the 
other radiation in the x-ray spectrum will not be 
reflected. This is indicated in Fig. 2. The Bragg dif- 
fraction law is 

nA = 2d sinfl. 

where n is any integer, A is the x-ray wavelength, 
and d is the spacing of the atomic planes within 
the crystal. 

There are actually three crystals in the mono- 
chromator. This is done to collect more x-ray in- 
tensity than would have been possible with a single 
crystal. 

Fig. 3 shows two views of the monochromator. 
The plane of symmetry of the system, that is. the 
plane of Figs 2 and 3a. passes through the center 
of one spherically bent quartz crystal. Two similar 
crystals are symmetrically positioned on either side 
of this plane, as shown in Fig. 3b. Each crystal may 
be regarded as having a separate Rowland circle 
in a different plane from the others. These three 
planes intersect in the line passing through the 
anode and the sample. 

The diameter of the Rowland circle is equal to 
the radius of curvature of the atomic planes of the 
bent crystal. This geometry introduces aberrations 
which limit the diameter of the reflecting crystal. 



Fig. 1. Model 59S0A ESCA Spec- 
trometer operates at maximum 
sensitivity and resolution at all 
limes. Background noise, satel- 
lite lines, and sample damage 
are sharply reduced, compared 
to conventional designs. 



Electron Spectrometer 




Fig. 2. Schematic drawing of Model 5950A ESCA Spec- 
trometer showing x-ray and electron paths through mono- 
chromator and dispersion-compensated electron optics 

However, the reflection of the AlK« radiation from 
the crystal planes takes place at a Bragg angle 9 
of 78.5°. A Bragg angle close to 90 has the ad- 
vantages of minimizing the geometrical aberra- 
tions and maximizing the Bragg diffraction intensity 
and the dispersion of the monochromator. Also, the 
bending of each crystal wafer causes it to have a 
nonuniform strain distribution and hence a varia- 
tion in lattice spacing throughout the wafer. This 
variation of lattice spacing in the thin surface layer 
(3 "m) which the x-rays penetrate gives rise to a 
significant aberration, but this aberration has the 
opposite sign from that of the geometrical aberra- 
tion resulting from the lack of conformation of the 
crystal surface to the Rowland circle, so they par- 
tially cancel. By proper choice of wafer thickness 
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Central Crystal 




Fig. 3. X-ray monochromaiar has three spherically -ben! 
crystals with three Rowland circles that intersect at the 
anode and sample 

and other parameters, a considerable degree of can- 
cellation has been attained. 

The x-ray monochromator removes outright the 
bremsstrahlung and the satellites. The anode is 
made large enough that the Bragg condition is satis- 
fied for the entire A1K»: i doublet, and this spectrum 
is spatially dispersed across the sample. This is done 
to get as much flux on the target as possible, since 
the basic x-ray flux limitation is the power density 
at the anode. 

Nevertheless, due to the small crystal size neces- 
sary to control spherical aberrations, only about 3 
millisteradian of solid angle is intercepted by the 
crystals and the Ka x-ray flux is reduced by two 
orders of magnitude over a typical achromatic spec- 
trometer. This, plus the absence of bremsstrahlung. 
means that sample damage is very sharply reduced. 



Dispersion Compensation 

The energy of the x-ray photons incident on the 
sample varies across the sample by about one elec- 
tron volt, which is the width of the x-ray line. As a 
result, the kinetic energy of the photoelectrons 
from a given energy level also varies by one elec- 
tron volt. 

The electron lens and electron spectrometer work 
together to cancel out this inherent variation. This 
can be seen by referring to Fig. 2. The electron lens 
[Fig. 4) has four elements or three gaps, correspond- 
ing to three degrees of freedom in the electron 
optics. The first is used to retard the photoelectrons 
of interest to 115 eV kinetic energy before they 
enter the electron spectrometer. The second is used 
to form a focused electron image of the target at 
the spectrometer entrance. The last degree of free- 
dom is used to magnify the image (— 5.0 X] so the 
dispersion of the electron spectrometer at 115 eV 
kinetic energy precisely cancels the dispersion of 
the x-ray monochromator across the sample. 

This cancellation, called dispersion compensa- 
tion, thus removes the inherent line-width limita- 
tion on instrument resolution. 1486 eV photons 
have adequate penetration in quartz (i.e.. bring into 
play enough crystalline planes) to have a resolution 
of 0.165 eV, and the dispersion compensation 
scheme is capable of realizing this resolution. In 
fact, resolution has been given away up to 0.220 eV 
in spherical aberrations to achieve higher flux from 
larger crystals. 

Cancellation of the effect of the inherent x-ray 
line width also removes the effect of the x-ray line 
shape. The remaining dispersive effects combine in 
an uncorrected, structureless fashion, so the re- 
sponse of the instrument to a perfectly sharp 
electronic state is now Gaussian. This makes de- 
convolution work very much easier, since the 
Fourier transform of a Gaussian function is also 
Gaussian. 




Fig. 4. Electron lens has four elements and three gaps 
Thus there are three degrees ot freedom In the electron 
optics. 
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Electron Spectroscopy for Chemical Analysis 



Almost three-quarters of a century ago. Einstein exoiamed 
how electrons are knocked out of solids by sufficiently 
snort electromagnetic radiation Ye! until recently practical 
applications of this fundamental phenomenon have been 
limited almost entirely to radiation detectors, photomulti- 
pliers. and photovoltaic and photoconductive cells. That the 
escaping electrons contain important information about the 
material Irom which they are ejected has been a 'ecent dis- 
covery, dating back scarcely a decade 

Einstein's theory of the photoelectric effect predicted that 
the eiected electron's energy should equal the energy of a 
quantum of the incoming electromagnetic radiation less the 
electron's binding energy. However, early measurements of 
the energies of escaping electrons were disappointing 
There was little correlation between Einstein's simple rela- 
tion and the energies observed This lack of correlation 
wasn't too surprising, since electrons typically make nu- 
merous collisions with atoms before escaping, ana hence 
lose some of their original energy 

It wasn't until the early 1960's that it was demonstrated 
that collisions don't always obliterate the information con- 
tained in the electron energies Dr Kai Slegbahn. head of 
the Institute of Physics of the University of Uppsala. Sweden, 
constructed a high-resolution electron energy analyzer and 
observed the electrons elected from a target by the action of 
x-rays. He found that while many electrons did sutler col- 
lisions before leaving the target, a substantial fraction did 
not, and for these electrons Einstein's simple relation held 
Thus, by illuminating a sample with nearly monoenergetic 
x-rays and measuring the energies of the electrons emitted, 
one could determine the binding energies of the electrons 
in the sample Since these binding energies are quantized, 
and every element or compound has a unique set of binding 
energies, this information is sufficient to determine what 
elements are present in the sample, and often the chemical 
comoound to which a given element belongs, 

Siegbahn and his colleagues pursued this technique, 
calling it ESCA (Electron Spectroscopy for Chemical Anal- 
ysis), and have published numerous papers ana two excel- 
lent books describing their researches 

HP became interested in the technique In 1968 at the 
instigation of a member of the board of directors, Luis 
Alvarez, and Don Hammond, the director of the HP Physical 
Electronics Laboratory They saw that the technique had 
great potential, both as a general-purpose research tool 
and as an analytical instrument to solve applied problems 
A development project was initiated m the Physical Elec- 
tronics Laboratory with Professor Siegbahn as a consultant, 
and the result was the Model 5950A ESCA Spectrometer. 

How ESCA Works 

In an ESCA spectrometer, x-rays from a specific anode 
material Illuminate the sample, causing electrons to be 
ejected Many of these electrons will have come from the 
first few atomic layers of the sample, and will not have suf- 
fered any collisions with atoms. The kinetic energies of 
these photoeiectrons are measured to high precision and 
the number of electrons detected is plotted as a function 
of their energy The resulting energy spectrum ^as sharp 
peaks that correspond to the electronic energy states of 
the sample material. 



Typical ESCA spectrometers use x-rays from the AIK« , 
line at 1486 electron volts or the MgKn , line at 1253 elec- 
tron volts With the energy of the x-rays known, the binding 
energy E. of a given electron can be determined from the 
relation 

E, = hi- - E. - e* 

where h» Is the x-ray photon energy (h is Planck's con- 
stant and f is the x-ray frequency). E. is the measured 
kinetic energy of the photoelectron e is the electronic 
charge, and * is the work function of the spectrometer 
This is illustrated in drawing A (with the spectrometer work 
function omitted for clarity). 

Energy 
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In the HP 5950A ESCA Spectrometer, eledron energy is 
analyzed by passing the electrons between two hemispheri- 
cal domes that have a potential difference between them 
Electrons of the desired energy follow a circular orbit be- 
tween ihe domes and reach the detector, while electrons 
having higher or lower energies strike one of the domes 
and are not detected. The number of electrons striking the 
detector for a given potential difference is counted and 
plotted as a function of energy. 
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Advantages of ESCA 

ESCA is a universal technique. No nuclear magnetic 
moment, electric dipole. or other quantum-mechanical "han- 
dle" is required; all matter has electrons The locations of 
the several peaks in an ESCA spectrum provide an immedi- 
ate elemental analysis of the target, since the binding ener- 
gies of the shells within each element have been measured 
and tabulated Furthermore. ESCA (as applied to solids) is 
a surface technique, with the photoeiectrons comprising 
the sharp peaks all coming nominally from the top 50 
angstroms of the target That is. ESCA looks at that pan of 
the solid that interacts with its environment This can have 
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considerable practical significance. For example, two cata- 
lysts with the same bulk properties can have sharply differ- 
ent catalytic behavior. 

However, the advantage of ESCA is much more than this 
When a bond is formed between two atoms, the outer elec- 
tronic shells coalesce into molecular shells, called molecu- 
lar orbitals, at different binding energies. These changes In 
binding energy, called chemical shifts, carry uniformly Into 
the innermost shells of the atom as well, so the potentials 
of the shells within an atom are shifted by the same amount 
(to first order) when a bond is formed This is why the 
chemical shifts have been so difficult to observe In the 
past. That is, while previous spectroscopies have dealt with 
transitions between equally shifted shells. ESCA deals di- 
rectly with individual atomic and molecular shells, so the 



chemical shift is a first order effect in ESCA. 

The chemical shift associated with a bond between two 
atoms can be calculated from quantum mechanics, and the 
calculation can be checked on a simple, well understood 
compound of those atoms with the ESCA spectrometer 
Then by measuring the chemical shifts experienced by 
the several atoms of a complex molecule, one can deter- 
mine which atoms are bound to one another within the 
molecule. That is. ESCA provides structural as well as 
stoichiometric information, 

In summary, the molecular orbital is a familiar and funda- 
mental concept of chemistry, but its study and exploitation 
is Incomplete ESCA seems perfectly suited to further il- 
luminate its nature 



Large-Area Detection System 

The x-ray monochromator and dispersion com- 
pensation provide higher resolution, the absence of 
bremsstrahlung and satellites, and sharply reduced 
sample damage. They also make lineshapes signifi- 
cant and render deconvoltition work much easier. 
However, the price is a hundred-fold reduction in 
K'> flux and a corresponding hundred-fold drop in 
signal level. This factor is recovered in the large 
area detection system. 

The conventional exit slit at the output of the 
electron spectrometer is replaced with a 1.1 -inch- 
square imaging electron multiplier, Wherever a 
single photoelectron strikes the input of this active 
surface, a corresponding pulse of 10" electrons 
exits from the same position on the output surface 
and strikes a phosphor plate. The resulting flash 
of light is imaged onto and stored within the target 
of a vidicon television tube. The event remains 
stored until erased by the conventional TV raster 
scan of the vidicon electron beam. which converts 
the event to an electrical pulse at the vidicon out- 
put. These pulses are transferred to an HP 5401B 
Multichannel Analyzer, where they are entered into 
the proper place in the spectrum. See Fig. 5. 

With this detection system, all electrons arriving 
at the detector at any energy level and at any time 
are detected. The multichannel analyzer monitors 
the scan voltage of the vidicon tube and derives 
the information necessary to sort the pulses it re- 
ceives according to the energies of the detected 
photoelectrons. Each pulse is assigned to one of up 
to 1024 multichannel-analyzer channels, each of 
which corresponds to a particular energy. 

Counts are accumulated in the various channels 
for an appropriate time and the resulting spectrum, 
a plot of counts per channel versus channel energy 
level, can be displayed visually, drawn by an X-Y 
plotter, or put into a computer for analysis or 
further processing. 



An unusual feature of this system is the absence 
nf slits, In most spectrometers, there is a slit that is 
opened for survey runs and thrn narrowed when 
high resolution is desired, so much longer runs are 
required. In the new spectrometer, each line of the 
TV raster corresponds to a narrow slit positioned 
to intercept electrons of a particular energy. Thus 
the TV system is equivalent to 262 fully active, 
conventional exit slits, so the hundred-fold drop in 
signal level left after monochromatization and dis- 
persion compensation is regained. This provides a 
signal rate that compares favorably with conven- 
tional instruments. Thus the 5950A runs at maxi- 
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Fig. 5. In the wide -area deiecttor. system, an incoming 
electron strikes a multichannel electron multiplier, result- 
ing in a Hash ol light from a phosphor plate The flash <s 
imaged onto a vidicon tube. As the vidicon scans each 
Hash produces a pulse that is counted by the Multichannel 
Analyzer and classified according to the energy ol the in- 
coming electron. The result is the ESCA spectrum a plot 
ot number ol photoelectrons versus energy. 
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mum resolution and maximum throughput at all 
times. 

Applications ot ESCA 

Although still in its infancy. ESCA has found a 
broad range of applications, from basic studies of 
the structure of solids to solving problems in manu- 
facturing processes. The technique has been applied 
successfully to the effect of sunlight on polymers, 
the composition and uniformity of deposited thin 
films, the efficiency of washing processes, the 
molecular structure of complex organic molecules, 
the activity of catalysts, and the effect of lubricants 
On metallic surfaces, as well as many other 
problems. 

Perhaps the best way to describe the utility of 
the technique, and in particular, to show how some 
of the instrumental features of the HP 5950A in- 
crease its power, is to consider a few examples. 

A Basic Study In Solid-State Physics 

The last decade has seen a vast increase in the 
sophistication of solid state devices: light-emitting 
diodes, high-frequency high-power transistors, op- 
tical detectors, metal-oxide-semiconductor devices, 
and large-scale integrated circuits, to name a few. 
These developments are possible because of a 
detailed understanding of the bulk and surface 
properties of semiconducting materials, whether 
these are doped silicon or more complicated alloy 
systems. 

One interesting alloy presently receiving consid- 
erable attention is the germanium-tellurium system. 
To understand the electrical or optical properties 
of such a compound, a detailed knowledge of its 
band structure is necessary. ESCA provides a 
powerful and direct means for determining this, as 
illustrated by the spectra in Fig. 6 of a 50% ger- 
manium, 50% tellurium alloy. 

The first spectrum was taken after the sample 
was ion bombarded to remove any surface con- 
taminants, and hence indicates its bulk composi- 
tion. Each peak in the spectrum corresponds to a 
specific electronic state within the material, and 
by observing its energy and structure, it can be 
assigned to a specific atom. Of particular interest 
is the valence band structure, the spectra of the 
loosely bound electrons within the material, which 
are responsible for its chemical and electrical 
properties. In this region, the Te (5s] and Ge [4s) 
levels are clearly seen, and the Te (5p) and Ge (4p) 
levels merge to form the highest energy (i.e.. least 
tightly bound) electrons in the sample. Thus, by- 
looking at this one spectrum, one has a detailed 
picture of how all the electrons in the material are 
configured. 



The second spectrum shows the same sample 
after exposure to air. and thus reflects the normal 
surface properties of the alloy, rather than its bulk 
characteristics. One sees immediately that the sur- 
face has been oxidized, since there is a large oxygen 
line at about 24 eV binding energy. In addition, the 
spectrum of the loosely bound valence electrons has 
changed substantially. The strong peak due to Te 
|5p) and Ge (4p) is no longer evident, and there is 
an additional level at about 5 eV binding energy, 
due to the oxygen. 

These spectra contain other information as well. 
For example, it is possible to say that all of the 
oxygen on the surface is bound to germanium atoms. 
The evidence for this is that the Ge (3d) level has 
shifted about 2 eV higher in binding energy (to 32.7 
eV). indicating that the electron density surround- 
ing it has decreased, as it would if it were bound to 
oxygen. The Te (4d) doublet, on the other hand, is 
unchanged. The physical changes that are responsi- 
ble for the differences between these two spectra 
are quite subtle; they involve only a small fraction 
of the electrons surrounding each atom, and they 
occur only in a very thin layer of the sample near 
the surface. 

One reason these changes are so evident is that 
the HP spectrometer has a very low background, 
that is. the spectra drop off sharply at the Fermi 
level (0 eV binding energy) with few stray or back- 
ground counts above it. Hence small peaks are 
easily seen. This is a result of using monochroma- 
tized radiation on the sample, which removes the 
bremsstrahlung and confusing satellite radiation 
from conventional x-ray sources. In addition, the 
high resolution of the spectrometer preserves the 
detailed structure of the peaks, which is particu- 
larly important in the valence region. 

To interpret these spectra adequately, though, 
one needs to look at more than the valence band. 
Many elements have loosely bound electrons, so 
one should be sure what is present on the surface 
that contributes to the valence band spectra. The 
wide scan capability of the HP 5950A provides this 
information by simultaneously giving the spectra 
of more tightly bound electrons. Thus one has in- 
formation about all the elements present on the 
surface of the sample, so one can tell whether 
minute contaminants have affected the valence 
spectra. By looking at the inner "core" electrons as 
well as the valence bands, one obtains a complete 
and consistent characterization of the material. 

An Industrial Application 

A manufacturer of optical equipment recently 
had yield problems in fabricating a device that re- 
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Fig. 6. ESCA spectra of an alloy 
ol 50% germanium and 50% 
tellurium (a) alter ion bombard- 
ment to remove surface contam- 
ination and (b) alter exposure to 
air. Together these two spectra 
provide a complete and consist- 
ent characterization ol the ma- 
terial. 



quired a very low leakage dielectric layer. The 
charge on some devices, after assembly inside a 
glass envelope, would leak off at too high a rate. 
The devices were pre-tested before assembly and 
appeared to be good. 

This puzzling situation, typical of a wide variety 
of fabrication problems, was studied with ESCA. 
Fig. 7 shows two spectra, one of a good device, the 
other of a bad one. In both, the constituents of the 
dielectric coating are clearly visible. In the bad one, 
however, a number of differences are apparent. 
There is nickel present, presumably from the elec- 



trodes of the device, and some sulfur and lead. 
The presence of lead was the clue that appeared 
most likely to provide a solution to the problem. 
During assembly, portions of the glass envelope 
were heated. Some of the glass contained lead, 
which vaporized and condensed on the device. The 
manufacturing process is now being modified to 
eliminate this problem. 

The detection and interpretation of very weak 
signals, such as the lead peaks in Fig. 7, can present 
some difficult problems. By eliminating satellite 
peaks and excessive background, HP's monochro- 
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malized x-ray source alleviates these problems, and 
in addition, provides higher resolution, so assign- 
ing small peaks to specific: elements is greatly 
simplified. 

A New Tool for Catalysis 

Catalysts are essential to the manufacture of ma- 
terials that have influenced our society greatly, 
from plastics to gasoline. Yet determining the prop- 
erties of these compounds and finding methods to 
evaluate their efficiency are important problems 
that until recently have defied almost all analytical 
techniques. Predicting the performance of fresh 
catalysts has been equally difficult. ESCA offers 
hope here; not only can it determine the oxidation 
states of species at the surface, but it can give infor- 
mation about surface conductivity, an important 
parameter for characterizing catalyst activity ac- 
cording to studies on a few catalyst systems. 

An example of the type of information ESCA can 
provide about a catalyst can be seen in the following 



example. The compound involved, VB ; , is used in 
the dimerization of carboxylic acids and is not a 
catalyst in the strict sense, but the features of its 
spectrum are representative of a number of catalyst 
systems, although simpler. 

Fig. 8 shows a broad spectrum of VB : taken with 
the HP 5950A ESCA spectrometer. Peaks corre- 
sponding to the vanadium and boron, as well as the 
oxygen that quickly forms on its reactive surface, 
are easily identified. The two unshaded portions of 
the spectrum, corresponding to the oxygen and 
boron regions, are shown on an expanded scale in 
Fig. 8. These detailed spectra were taken under two 
conditions: the upper two traces show the oxygen, 
vanadium, and boron lines taken with electrons 
flooding the sample to neutralize sample charging 
effects (see box, this page), and the lower two traces 
are the same spectra without the flooding electrons. 

The flooding electrons cause the two boron lines 
to coalesce, showing that there is only one chemi- 
cal species of boron present, but that some of these 
atoms are electrically isolated from the bulk ma- 
merial. (Because they are isolated, the flooding elec- 
trons are needed to neutralize any potential these 
atoms acquire.) This information is quite significant, 
as will be shown. 

Looking at the two vanadium peaks, it can be 
seen that these do not charge appreciably, that is, 
their positions are independent of the flooding elec- 
trons. This indicates that all of the vanadium atoms 
are in electrical contact with the bulk material. 

The oxygen lines provide other information about 
the material. We can deduce that peak (C) is oxygen 
bound to the vanadium atoms and peaks (A) and (B) 
represent oxygen bound to the boron atoms by 
noting their relative shifts as the flooding electrons 
are supplied. Also, these spectra show that there 
are twice as many oxygen atoms bound to boron as 
to the vanadium, and that all the boron atoms have 
similar affinities for oxygen. 

We thus have a rather complete picture of the 
surface composition of this compound, but how 
does this relate to its activity, the parameter of pri- 
mary practical importance? To answer this question, 
a sample of the material was examined after it had 
been reacted and its activity substantially reduced. 
The flooding electrons no longer had an effect on 
any of the peaks, indicating that none of the boron 
atoms was electrically isolated from Ihe bulk ma- 
terial any longer. 

Studies of catalyst systems have shown that the 
charging shifts observed are also a function of cat- 
alyst activity, just as they are with the compound 
VB ; . Hence charging shifts provide an empirical 
criterion for estimating catalyst efficiency, as well 
as being a valuable tool for studying the detailed 



The Charging Effect 

Early measurements on insulators using ESCA yielded con- 
fusing results. Peaks corresponding to different elements 
did not have the energy predicted by Einstein's simple re- 
lation, but appeared to be shifted to higher binding energies 
by amounts that depended on the material involved and 
also, somewhat unexpectedly, on the type of instrument 
used. These shifts appeared larger on the HP 5950A Spec- 
trometer than on any other commercial instrument pres- 
ently available, sometimes by as much as an order of mag- 
nitude 

The reason for the shifts is simple. The x-rays incident 
on the sample cause electrons to be emitted, so the sample 
surface acquires a net positive charge. In all spectrometers 
there are some stray electrons present in the vicinity of the 
sample to prevent the charging from continuing indefinitely, 
and the sample ultimately comes to equilibrium at a 
potential sufficient to attract enough stray electrons to 
compensate for those emitted. In the HP instrument this 
charging effect is enhanced since few stray electrons 
are produced This is because focused, monochromatized 
x-rays illuminate the sample. 

Until recently, this charging effect was regarded as a 
nuisance. In the 5950A, however, means are provided so 
that one can turn the charging on or off as desired. This 
capability yields a surprising amount of additional informa- 
tion about the sample. 

Good examples of charging shifts can be seen in the 
oxygen and boron lines in Fig 8. page 1 1 The text accom- 
panying that illustration explains the shifts' significance. 

The charging effect is turned off by supplying a flood 
of electrons having a uniform low energy to the sample. 
The surface potential can thus be clamped to a potential 
determined by the energy of these electrons. 

The flood gun that supplies the low-energy electrons is 
an optional accessory to the Model 5950A ESCA Spec- 
trometer. 
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mechanisms of surface reactions. 

Factors influencing surface reactions, whether in 
a catalyst, an electrode in an electrochemical cell, 
or simply on a corroding surface are apparently 
quite subtle, as evidenced by the failure of more 
traditional analytical techniques to detect them. The 
HP spectrometer's ability to solve such problems 
is largely based on the monochromatic photon flux 
on the sample that minimizes sample damage and 
makes line shifts due to charging very evident, as 
well as the ability to turn these shifts off and on. 



In addition, the sample handling system is ideally 
suited to analyze rapidly a large number of samples, 
as would be required for screening or quality con- 
trol operations. 

Sample Handling 

Surface techniques, in contrast to many spectro- 
scopic analyses of bulk materials, usually require 
that the sample to be analyzed be placed in a spe- 
cial environment: in the case of ESCA this environ- 
ment is a good vacuum. Electrons escaping from a 
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solid at atmospheric conditions would travel only a 
few thousandths of an inch before being stopped by 
air molecules, so analysis of their energy would be 
impossible. To ensure that escaping electrons do not 
suffer undesired collisions in the spectrometer, 
they must be in an environment having a pressure 
of less than 10° atmosphere (about 10" torr). More- 
over, if the sample is composed of a reactive ma- 
terial (aluminum, for example), the pressure must 
be even lower to prevent the surface being oxidized 
or otherwise contaminated. In such cases, the pres- 
sure of residual gases must be as low as 10 " at- 
mosphere (approximately 10" torr). 

To enable a sample originally at atmospheric 
pressure to be conveniently placed in such a 
vacuum, a technique that requires less than 30 sec- 
onds to insert three samples has been developed for 
the 5950A ESCA Spectrometer. This is shown in 
Fig. 9. 

Three samples are attached to a rod, which slides 
through four seals. As the samples pass the second 
of these seals, they are evacuated to about 10"* 
atmospheres in a few seconds. They are then trans- 
ported into the sample preparation chamber where 
the pressure is four orders of magnitude lower (ap- 
proximately 10 7 torr). Here they can be cleaned by 
a beam of ions to remove layers of oxidation, or be 
otherwise prepared if desired. 

The rod is then inserted farther into the main 
spectrometer chamber, and one of the three samples 
is placed in the proper position for analysis. The 
rod automatically positions the sample in the x-ray 
beam so the emitted electrons can enter the electron 
lens. 



Analyzing the Sample 

With the sample in position, the x-ray beam is 
turned on at a desired power between 100 and 
lfiOO watts. The detector control unit, shown in Fig. 
10, is set to the desired analysis conditions, and the 
analysis begun. 

A number of analysis parameters can be se- 
lected including the range of energies to be scanned 
(from 10 to 1000 eV). the starting energy (0 to 1250 
eV), the scan rate (1 to 10 eV/sec). and the number 
of scans. When the desired measurement is com- 
pleted, the spectrometer shuts off and displays 
the results on the oscilloscope display (Fig. 10). 

Accessories 

Data System. To upgrade the signal processing and 
control functions of the spectrometer, a data sys- 
tem using an HP 2100A Computer and cassette 
storage is available. This system permits sequen- 
tial analysis of selected spectral regions, data 
smoothing operations, and user-dedicated pro- 
gramming. 

Variable Temperature Probe. A special sample rod 
permits samples to be analyzed at any desired tem- 
perature between -150°C and +300°C. A con- 
troller is supplied with the probe that automatically 
regulates the sample temperature at the desired 
value. 

Evaporation Probe. To study samples that are ex- 
tremely reactive, it is desirable to prepare them in 
the spectrometer so they are never exposed to at- 
mospheric conditions. To do this, a probe that per- 
mits samples to be vapor deposited on a substrate 
is available. Any material volatile enough to be 
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vaporized below 1700°C can be evaporated. 
Flood Gun. This accessory permits the operator to 
neutralize the charging effects observed with in- 
sulating samples (see description of use, p. 10). It 
is supplied with a controller that allows both the 
energy and the number of flooding electrons to 
be varied. 

Ion Gun. Samples can be cleaned to remove layers 
of oxide or other surface impurities with the ac- 
cessory. It attaches to the sample preparation cham- 
ber so that the cleaned sample can be analyzed 
without exposure to air. 
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Compact Function Generator with 
Enhanced Capability/Cost Ratio 

A no-frills design plus a computer's help in 
verifying zero production defects brings the 
cost of this handy instrument down without 
sacrificing quality. 

By E. Harry Heflin 



IN THE SAME WAY that a multimeter is handy 
to have around for all sorts of everyday mea- 
surements, the function generator is useful to have 
as a general-purpose source of test signals (Fig. 1). 
The function generator's ability to supply sine 
waves for frequency response measurements, 
square waves for transient response testing, and 
triangular waves for trigger threshold measurements 
— and do these over a wide range of frequencies — 
has earned il a place among universal lest in- 
struments. 

Recognizing the desire of nearly every electronics 
engineer said technician to have a function genera- 
tor as part of his test and measurement lineup, and 
also the need that colleges and technical schools 
have for rugged and reliable signal sources that 
don't cost very much, we set out to design one that 
woidd be low-priced as well as versatile, but that 
would not compromise traditional HP quality 
(Fig. 2). 

Such a program entails a number of engineering 
choices. First, we had to establish frequency range. 
We chose a range of 0.1 Hz to 1 MHz in seven 
decade bands, not as wide a range as some function 
generators but a range that spans the great majority 
of function generator uses in the sub-audio, audio, 
and ultrasonic ranges. A wider range would have 
incurred added cost that would be out of proportion 
to the added usability. 

The second choice was output amplitude and im- 
pedance. The new generator (Model 3311 A) pro- 
duces up to 20V peak-to-peak into a high-impedance 
load from a 6000 output. Although it will no doubt 
be used to drive 50Q circuits as well as higher im- 
pedance loads, we chose 000° because of the lower 
cost. It can supply IV into a 5tJ'.! load, however, 
enough for most such applications. A 30 dB variable 
attenuator is included for lower level outputs. 



One useful feature we felt could be included be- 
cause of its modest incremental cost, was a separate 
3-volt pulse output capable of driving 50Q or up to 
20 TTL loads. In view of the fact that analog 
equipment these days very often includes some 
logic circuitry, the usefulness of the new Function 
Generator is enhanced by its ability to supply TTL- 
compatible clock pulses. The pulse output, which 
is referenced to ground, is also useful as a source 
of triggers for oscilloscopes or other instruments 
in the test setup. 

Dc offset for the main output was another feature 
we included. This is useful in trigger threshold tests 
and also as a bias source for circuits driven by the 
Generator. We also isolated the circuit ground from 
chassis ground so that the output can be floated 




Fig. 1. Waveforms produced by new Model 331TA Function 
Generator as shown by triple-exposed oscillogram (fre- 
quency is 10 kHz). Pulse train (bottom trace) is available 
at a separate output simultaneously with any ot the wave- 
torms selected tor the main output. 
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Fig. 2. New Model 3311 A Function Generator supplies 
waveforms lor many kinds ot tests over 0.1 Hz to 1 MHz 
frequency range. Maximum output is WV peak to peak 
into a 600'.l load (20V into an open circuit). The amplitude 
control has a range ot 30 dB. 

up to =t500V from chassis ground. 

Another feature that was included at little ex- 
pense was a VCO input (on the rear panel) for 
sweep-frequency testing or for frequency modula- 
tion of the output. With the FREQUENCY dial set 
to 1.0, a 0 to -10V ramp at this input will sweep 
the frequency linearly from XI to X10. 

Keeping It Simple 

A major objective in working out the circuit de- 
sign was to simplify the circuitry wherever possible. 
As a result, the number of electronic components 
is small enough to allow all interconnections to be 
made with a single, two-sided board, avoiding the 
expense of a multi-layer board. In addition to that, 
the board layout was arranged to allow automatic 
insertion of the majority of components, another 
production cost-saver (Fig. 3). 




Fig. 3. Circuit-board layout aligned 
nents to permit automatic insertion. 



id spaced compo- 



Fig. 4. Automatic test system quickly linds any production 
errors, reducing trouble-shooting time significantly. A vac- 
uum holds the instrument on the test fixture and protruding 
component leads make contact through holes in the fixture. 

The mechanical design also sought to reduce 
parts while at the same time simplifying assembly 
procedures. The "clam-shell" housing used for 
other HP low-cost instruments (5300-series Count- 
ers. 3470-series DVM's) fulfilled this objective ad- 
mirably. Front and rear panels attach directly to 
the single circuit board and this assembly simply 
snaps into the rugged cast-aluminum housing. The 
instrument is completely functional when removed 
from the housing, simplifying test and repair. 

A Computer Lends a Hand 

Perhaps the most significant reduction in cost 
came from development of a computer-controlled 
test system that very quickly verifies the absence 
of production errors. The system exercises the com- 
pleted circuit assembly and in the event that com- 
mon production problems such as solder splashes, 
broken circuit-board traces, out-of-tolerance com- 
ponents, reversed diodes, and the like may exist, 
it identifies their nature and location (Fig. 4). It also 
finds marginal components that might later cause 
an instrument failure. The operator of the test sys- 
tem can quickly correct the indicated faults so the 
calibration technician does not have to spend hours 
tracking down elusive troubles. In addition to that, 
the instrument requires only nine adjustments for 
calibration, so each instrument needs to remain at 
the calibration station only a few minutes. 

How It Works 

As did the very first Function Generator (HP's 
venerable Model 202A'), the new Model 3311A 
generates a triangular waveform by linearly charg- 
ing and discharging a capacitor between fixed volt- 
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Fig. 5. Simplified block diagram oi Model 3311 A Function Generator 



age limits. A two-level voltage detector responds 
to the capacitor voltage and switches the direction 
of current flow when either voltage limit is reached. 
Thus, the detector generates a square wave. Sine 
waves are derived from the triangular waveform by 
a nonlinear network. 

A block diagram is shown in Fig. 5. The square- 
wave output of the level detector switches the posi- 
tive and negative current sources alternately to the 
integrating capacitor C The resulting square and 
triangular waves, as selected by the FUNCTION 
switch, are passed on to the output amplifier 
through an attenuator that provides amplitude 
control. 

Sine waves are derived in a circuit that differs 
from the ladder-type sine shaper used in other UP 
Function Generators. This one. shown in Fig. 6 . 
uses two silicon diodes as clippers to flatten the 




Fig. 6. New sine shaper converts the triangular wave into 
a low-distortion sine wave using tewer parts than earlier 
types of sine shapers. 



tops and bottoms of the triangular wave. Strings 
of germanium diodes, which have a "softer" clip- 
ping action, then round off the truncated triangles, 
shaping them into sine waves that have little har- 
monic distortion. Overall sine-wave distortion at 
the main output, typically less than 1%, is less 
than 3% over the full 0-to-55°C environmental op- 
erating range of the instrument. 

The pulse output is derived by using the triangu- 
lar waveform to shorten the time duration of the 
square wave's positive excursion. To do this, the 
triangular wave is applied to a comparator that 
triggers when the triangular wave is at 30% of 
peak amplitude (Fig. 7). This comparator's output 
is thus a pulse train in which each pulse spans the 
bottom 30% of the corresponding triangle. 

The comparator output and the square wave are 
applied to an AND gate. This produces a pulse train 





f 

n_n_r n_n_n_ 



Fig. 7. Pulse generating circuit, using two low-cost IC's 
plus a tew discrete components, derives pulses with a 
constant 75% duty cycle. 
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Low-Cost Function Generator Circuits 



The output frequency of the Model 331 1A is established 
by the choice of integrating capacitor C. (RANGE) and by 
the setting of the FREQUENCY potentiometer (in the dia- 
gram below) Because of feedback from the emitter of 02 

Frequency Control 

+V +VI 



A buffer amplifier is between the integrating capacitor C 
and the level detector To preserve the linearity of the ca- 
pacitor charge and discharge, this amplifier must have low 
input bias current and to prevent rounding of the peaks, it 

Buffer Amplifer 




back to the input, the voltage at the potentiometer slider is 
duplicated across timing resistor R... This defines a current 
I. into the emitter of 02 Q2 Is a high-Beta, low-leakage 
transistor so its collector current is for all practical purposes 
the same as I. 

Resistor R. is matched within 0 1% to R.. Ot is a dif- 
ferential dnver so the potential drop across R. is equal to 
that across R.. (any difference in the Ws of transistors 02 
and Q3 Is balanced out with the SYMMETRY control). The 
charging and discharging currents (I. and I ) for capacitor 
C, thereby remain within tO.5% of each other over a 
20-to-l frequency tuning range 



must have wide bandwidth As shown In the diagram above, 
this is accomplished with a J-FET at the input with negative 
feedback applied to the source On the other hand, since 
the dc level of the output waveform is established by the 
level detector which follows, the amplifier does not need 
long-term dc offset stability This amplifier contributes a 
gain of 2 

The level detector uses a monolithic IC comparator fol- 
lowed by a push-pull amplifier to increase the comparator's 
output to the 14V p-p swing needed to operate the diode 
switch Positive feedback through R. and R, establishes the 



that has a duration of about 15% of the waveform 
period with the leading edges coincident with the 
square wave, a convenience for synchronizing ex- 
ternal equipment. Rise and fall transition times of 
the pulse train are typically 10 ns. 

Just in Case 

All inputs and outputs are protected against ac- 



cidentally imposed external voltages by clamping 
diodes. In addition, the main output has a fusible 
resistor that protects the instrument, even against 
accidental application of 240V ac line voltages. This 
protection will be of special interest to those con- 
sidering the instrument for use in student labs or 
in other applications involving inexperienced per- 
sonnel. 
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two voltage levels (or the comparator shown above This 
circuit minimizes the loop delay that by delaying switching 
time, would result in an Increase in the triangular waveform 
amplitude at high frequencies with a consequent error In 
frequency As a further guard against amplitude changes, 
temperature-compensated Zener diodes clamp the output 
voltage excursions to maintain a constant square wave 
amplitude 

Because of the balanced, push-pull circuit configuration, 
the current drawn from the power supplies remains con- 
stant throughout the waveform period. This minimizes high- 
frequency perturbations that otherwise might be coupled to 
other circuits through the power supplies 

The output amplifier (see diagram left ) uses a balanced 
configuration that causes no current flow into the load when 
the voltage at the input is at the baseline level Half the 
current through resistor R. then flows through transistor 
02 and half through 03 down through 04. 

Transistors 03 and Q4 function as constant-current 
sources A change of voltage at the input unbalances the 
division of R. current, and current then flows in the load 
Negative feedback through R. and R, sets the gain at 21 

A differential stage is used at the Input to minimize off- 
sets and drift Offsets can be set in intentionally, however, 
through use of the DC OFFSET control. 

The Zener diodes at the output clamp the 05-06 emitters 
at a safe voltage level if an excessive external voltage is 
applied to the output terminal. Similar arrangements for 
circuit protection are found at the Pulse Output and at the 
VCO Input. 
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responsibility for the 331 1 A Function Generalor. all the 
while working towards an advanced degree in the HP 
Honors Co-op Program (MSEE Colorado State University, 
1972). 

Pholography is one of Harry 's hobbies and he 
combines that with a liking for hiking and camping in the 
mountains to get pictures of wildflowers and the splendid 
vistas thai he and his wife encounter At home, he spends 
lime on a vegetable garden to satisfy a yen for that 
'resh-off-the-vine flavor 
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S PECIFICATIONS 

HP Model 3311A Function Generator 
600 Ohm Output 

WAVEFORMS: sinusoid, square, and triangle 

FREQUENCY RANGE: 0 I Hz to 1 MHz in seven decade ranges 

DIAL ACCURACY: =5% of full scale 

MAXIMUM OUTPUT AMPLITUDE: 20 V p-p open circuit. 10 V p-p into 

soon, 

AMPLITUDE CONTROL: continuously variable. >30 dB range 
OUTPUT IMPEDANCE: 600!) ='0%. 

DC OFFSET: up to ±10 V open circuit, ±5 V Into 60011, continuously 
adjustable and Independent of amplitude control Maximum V ac 
peak + V dc otfset without clipping is ±10 V open circuit, ±5 V 
Into 600ft 

ISOLATION: outputs may be floated up to ±500 V relative to Instru- 
ment case (earth ground). 

SINE WAVE AMPLITUDE FLATNESS: within ±3% of 10 kHz reference 
to 100 kHz at maximum output amplitude. ±6% to 1 MHz. 

SINE WAVE TOTAL HARMONIC DISTORTION: • t% at maximum 
output amplitude. 

TRIANGLE LINEARITY: deviation - 114 from best straight line at 
100 Hz (maximum output amplitude) 

SQUARE WAVE TRANSITION TIME: ■ 00 ns. 

SQUARE WAVE TIME AXIS SYMMETRY ERROR: ! 1% maximum to 

100 kHz 

Pulse Output 

OUTPUT AMPLITUDE: >3 V positive (open circuit) TTL compatible 
DUTY CYCLE: 13 5% to 16 5% of total period. 
TRANSITION TIMES: <25 ns 

External Frequency Control 

VCO RANGE: > 10:1 on any frequency range 

INPUT REQUIREMENT: with frequency dial set to 1 0. linear ramp of 

0.0 V to — 10 V ±2 V increases frequency linearly >10:1 
INPUT IMPEDANCE: 10 kO ±10% 

General 

OPERATING TEMPERATURE: 0 - C to 55'C Specifications apply 

from + I5'C to +35"C 
POWER: 100/120/220/240 V -10%, +5% swilchable; 48 Hz to 440 

Hz: <12 VA. 

DIMENSIONS: 6^4 In W x 3Vt In H x 9% in D (15.9 x 8 9 x 24 8 cml 
WEIGHT: net 3% lbs (I S kg). 
PRICE IN U.S.A.: J249 

MANUFACTURING DIVISION: LOVELAND DIVISION 

815 Fourteenth Street, S.W. 
Lovolend, Colorado 80537 
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